Inexpensive moving magnet-stationary sample susceptibility balance.
A magnetic susceptibility system in which the change in the weight of the magnet is measured is described. Hicorex (cobalt rare earth) permanent magnets are used to construct a magnet with a weight which is within the capacity of standard analytical balances.